Abstract: Load carriage is a key risk factor for Muscular Skeletal Disorders (MSDs). As one way to decrease such injuries, some exoskeletons have been developed for regular load carriage. We examined the ergonomic potential of an augmentation exoskeleton. Nine subjects completed eight trials of carrying tasks, using four loading levels (0, 15, 30, and 45 kg) and two carrying conditions (with and without the exoskeleton). Electromyography (EMG) and the extended NASA-TLX rating scales were investigated and analyzed by linear mixed modeling and two-way ANOVA methods. Noraxon MR3.8, SPSS19.0, and MATLAB R2014b software were adapted. The results show that most of the muscle mean activities increased significantly (p < 0.05) with exoskeleton assistance. However, the interactive effects illustrate a decreasing trend with increase of load level. The mean discomfort rating scale values were generally higher, but subjects generally preferred using the exoskeleton in heavier loading tasks. The exoskeleton can effectively augment the performance of humans in heavy load carriage. The main reasons for higher muscle activity are from inflexible structures and inharmonious human-robot interactions. In order to decrease the MSD risks and increase comfort, optimal human-robot control strategies and adaptable kinematic design should be improved.
Introduction
Regular load carriages are criteria risk factors for Muscular Skeletal Disorders (MSDs) in hikers, backpackers, and soldiers [1, 2] . The prevalence of MSDs is significantly related to the weight and mode of carrying a backpack among the load carrying population [3] . For military populations, high injury rates and high stress fracture rates have been associated with load carriage [1] . Knapik reported that while carrying heavy loads, 79 out of 335 infantry soldiers suffered from marching-related injuries in one road march [4] .
Various preventive measures have been proposed for decreasing load carriage-related MSDs, such as mechanical aids like cranes [5] . However, with the development of new technologies, some potentially preventive strategies have emerged. One of these could be the use of wearable exoskeletons [6] [7] [8] . A wearable exoskeleton is defined as an active mechanical device, which is "worn" by an operator and fits closely to their body and works in concert with the operator's movements [9] . These newly developed exoskeletons proved to some extent helpful in decreasing the feeling of burden of the operators. Some positive study results reported the benefits of specific exoskeletons in reducing the internal muscle forces in corresponding body regions [8] and reducing high physical demands in
Materials and Methods

Subjects and Prototypes
In this study, nine healthy male participants (years: 25 ± 8; body mass: 71 ± 12.4 kg; height: 176 ± 10 cm) volunteered to take part in the study. None of the participants reported muscular-skeletal disorders in the previous three months. All subjects gave their informed consent for inclusion before they participated in the study. The study was conducted in accordance with the Declaration of Helsinki, and the protocol was reviewed and approved by the Ethics Committee of the Southwest Jiaotong University (approval number 2017_001).
A powered augmentation exoskeleton prototype, which was developed by the Southwest Jiaotong University, was used (as shown in Figure 1 ). The exoskeleton was described in detail by F.Liu and M.K.Zhang et al. [17, 18] . The experimental prototype is the third generation prototype. Its mechanical structures consist of a backpack and two powered legs which power the knee joints via two hydraulic actuating cylinders. Using the servo valve to realize the servo-control for displacement of the hydraulic cylinder, the feedback Proportion-Integral-Derivative (PID) control law of the hydraulic cylinder displacement was designed to carry out force-assisted demands in a portable system under changing conditions of different weights and different poses. Each link could be adjusted to suit for the length of the human extremities. Additionally, the whole exoskeleton could be adjusted to suit human dimensions ranging from 165-185 cm, covering 95% of the anthropometry population. Each leg has 6 degrees of freedom (DOFs): three hip joint DOFs, one knee joint DOF, and two ankle joint DOFs. The backpack is connected to the human trunk by shoulder girdles and a flexible waist bandage. The lower exoskeleton links are connected to the thighs by flexible bandages. Additionally, the operator's feet are put into the exoskeleton shoes. The exoskeleton is composed of rigid parts, two hydraulic cylinders, and some damping components, which are implanted in the exoskeleton to reduce vibration impacts. The Rigid-Flexible Coupling System has intrinsic compliance due to damping parts which allow for, and passively counteract, deviations from a target position in a safe way. Subjects were strapped to the exoskeleton by flexible, adaptable bandages, allowing free movement at the human joints [17] .
The whole system control strategy was a kind of combination of position control and ZMP (zero moment point) control. The control scheme was shown in Figure 2 . There are five different control strategies corresponding to five walking modes: level walking, level running, climbing slope, ladder walking, and standing. In order to study the basic muscle activities and subjective discomfort, we selected the level walking control mode to mimic free treadmill walking while carrying a load. The exoskeleton is composed of rigid parts, two hydraulic cylinders, and some damping components, which are implanted in the exoskeleton to reduce vibration impacts. The Rigid-Flexible Coupling System has intrinsic compliance due to damping parts which allow for, and passively counteract, deviations from a target position in a safe way. Subjects were strapped to the exoskeleton by flexible, adaptable bandages, allowing free movement at the human joints [17] .
The whole system control strategy was a kind of combination of position control and ZMP (zero moment point) control. The control scheme was shown in Figure 2 . There are five different control strategies corresponding to five walking modes: level walking, level running, climbing slope, ladder walking, and standing. In order to study the basic muscle activities and subjective discomfort, we selected the level walking control mode to mimic free treadmill walking while carrying a load. 
Testing Procedures
Subjects completed two groups of contrast tasks, carrying 0 kg, 15 kg, 30 kg, and 45 kg weight in each group of trials, with and without the exoskeleton prototypes. All subjects had recently completed about 30 min basic training on the treadmill, walking with the exoskeleton and without loads in order to familiarize them with the device. Each participant performed 3 trials of 8 min walking in succession with 2 min rest between the trials. The training section had been carried out a week before the formal experiment. All volunteers were healthy and without muscular-skeletal injuries or disorders. We started with the group of trials without the exoskeleton, followed by the group of tasks with exoskeleton; the order of the two groups (with and without exoskeleton) within the tasks was assigned and based on a Latin square approach. The order of presentation of the load conditions was randomly assigned and based on a Latin square approach, as shown in Figure 3b . In order to keep the consistency of the trials, the subjects completed all of the trials with the help of the treadmill handlebars in case of falling down when carrying heavier loads. All sessions were performed in a laboratory at a constant ambient temperature of 22 °C.
Prior to testing, the exoskeleton was adjusted for each participant, ensuring that an acceptable fit was achieved, as determined independently by an exoskeleton engineer. The criteria was to keep the exoskeleton links fitting the length of the shank and thigh of each subject, as measured by a ruler and the engineer's experience. Each volunteer then completed a total of 6-8 min warm-up with the exoskeleton. According to the completed training session, the volunteers become familiar with carrying each load while wearing the exoskeleton whilst walking on the treadmill at 1 m/s (3.6 km/h). Participants walked on the treadmill for 6 min in each trial at a speed of 3.6 km/h. At the beginning of the fourth minute of trial, 30 s data of human kinematics and muscle activity was collected; the signals used for controlling the exoskeleton were collected as well. It concerns about 12 walking cycles. After each trial was completed, all load components were removed and the volunteer was allowed approximately 5 min to rest between trials.
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Subjects completed two groups of contrast tasks, carrying 0 kg, 15 kg, 30 kg, and 45 kg weight in each group of trials, with and without the exoskeleton prototypes. All subjects had recently completed about 30 min basic training on the treadmill, walking with the exoskeleton and without loads in order to familiarize them with the device. Each participant performed 3 trials of 8 min walking in succession with 2 min rest between the trials. The training section had been carried out a week before the formal experiment. All volunteers were healthy and without muscular-skeletal injuries or disorders. We started with the group of trials without the exoskeleton, followed by the group of tasks with exoskeleton; the order of the two groups (with and without exoskeleton) within the tasks was assigned and based on a Latin square approach. The order of presentation of the load conditions was randomly assigned and based on a Latin square approach, as shown in Figure 3b . In order to keep the consistency of the trials, the subjects completed all of the trials with the help of the treadmill handlebars in case of falling down when carrying heavier loads. All sessions were performed in a laboratory at a constant ambient temperature of 22 • C. 
Prior to testing, the exoskeleton was adjusted for each participant, ensuring that an acceptable fit was achieved, as determined independently by an exoskeleton engineer. The criteria was to keep the exoskeleton links fitting the length of the shank and thigh of each subject, as measured by a ruler and the engineer's experience. Each volunteer then completed a total of 6-8 min warm-up with the exoskeleton. According to the completed training session, the volunteers become familiar with carrying each load while wearing the exoskeleton whilst walking on the treadmill at 1 m/s (3.6 km/h). Participants walked on the treadmill for 6 min in each trial at a speed of 3.6 km/h. At the beginning of the fourth minute of trial, 30 s data of human kinematics and muscle activity was collected; the signals used for controlling the exoskeleton were collected as well. It concerns about 12 walking cycles. After each trial was completed, all load components were removed and the volunteer was allowed approximately 5 min to rest between trials. Prior to testing, the exoskeleton was adjusted for each participant, ensuring that an acceptable fit was achieved, as determined independently by an exoskeleton engineer. The criteria was to keep the exoskeleton links fitting the length of the shank and thigh of each subject, as measured by a ruler and the engineer's experience. Each volunteer then completed a total of 6-8 min warm-up with the exoskeleton. According to the completed training session, the volunteers become familiar with carrying each load while wearing the exoskeleton whilst walking on the treadmill at 1 m/s (3.6 km/h). Participants walked on the treadmill for 6 min in each trial at a speed of 3.6 km/h. At the beginning of the fourth minute of trial, 30 s data of human kinematics and muscle activity was collected; the signals used for controlling the exoskeleton were collected as well. It concerns about 12 walking cycles. After each trial was completed, all load components were removed and the volunteer was allowed approximately 5 min to rest between trials. After each test section, the participants were asked to rate a subjective questionnaire on a visual rating scale form. They marked their rating on seven linear rating scales that ranged from 0 (low) to 100 (high) points, as shown in Figure 4 . After each test section, the participants were asked to rate a subjective questionnaire on a visual rating scale form. They marked their rating on seven linear rating scales that ranged from 0 (low) to 100 (high) points, as shown in Figure 4 . 
Measurements
The Noraxon Desktop DTS 8-channel wireless electromyography (EMG) system (Noraxon Ltd., Scottsdale, Arizona, USA) was used in combination with bi-polar Al/AgCl surface electrodes. EMG data were recorded through analysis software MR 3.8 (Noraxon Ltd., USA) at a sample rate of 2000 Hz. EMG data of seven muscles on the right leg was recorded. The seven muscles are rectus femoris (RF), vastus medialis (VM), vastus lateralis (VL), semitendinosus (ST), biceps femoris (BF), gastrocnemius lateralis (GL), and peroneus longus (PL). Maximal voluntary contraction values (MVC) were also recorded. The MVC was realized by Isometric contraction. The participants sat in a self-contained chair designed by the Isomed2000 testing system. Knee joint angles of 105° and 150° were selected. Subjects performed a 6 s maximal voluntary contraction. The bi-polar surface electrodes were located in the positions shown in Figure 5 , which complied with SENIAM recommendations (http://www.seniam.org). Raw EMG signals were first filtered using a notch filter (50 Hz) to reduce effects of alternating current. Then a band-pass (10-500 Hz) was used to reduce potential effects of transitional adjustments. The integration was expressed as a percentage of the peak voltage of the MVCs. In each of these trials, EMG root mean square (RMS) values were obtained. Similar processing was done for raw EMG values obtained during reference contractions. Mean RMS values obtained during the task were then normalized (nRMS) to the corresponding reference RMS values.
An extended NASA TLX rating scale is used to record the discomfort of the size indices [19] . After each subject complete the eight trials, the TLX rating scales were acquired. 
The Noraxon Desktop DTS 8-channel wireless electromyography (EMG) system (Noraxon Ltd., Scottsdale, AZ, USA) was used in combination with bi-polar Al/AgCl surface electrodes. EMG data were recorded through analysis software MR 3.8 (Noraxon Ltd., USA) at a sample rate of 2000 Hz. EMG data of seven muscles on the right leg was recorded. The seven muscles are rectus femoris (RF), vastus medialis (VM), vastus lateralis (VL), semitendinosus (ST), biceps femoris (BF), gastrocnemius lateralis (GL), and peroneus longus (PL). Maximal voluntary contraction values (MVC) were also recorded. The MVC was realized by Isometric contraction. The participants sat in a self-contained chair designed by the Isomed2000 testing system. Knee joint angles of 105 • and 150 • were selected. Subjects performed a 6 s maximal voluntary contraction. The bi-polar surface electrodes were located in the positions shown in Figure 5 , which complied with SENIAM recommendations (http://www.seniam. org). Raw EMG signals were first filtered using a notch filter (50 Hz) to reduce effects of alternating current. Then a band-pass (10-500 Hz) was used to reduce potential effects of transitional adjustments. The integration was expressed as a percentage of the peak voltage of the MVCs. In each of these trials, EMG root mean square (RMS) values were obtained. Similar processing was done for raw EMG values obtained during reference contractions. Mean RMS values obtained during the task were then normalized (nRMS) to the corresponding reference RMS values.
After each test section, the participants were asked to rate a subjective questionnaire on a visual rating scale form. They marked their rating on seven linear rating scales that ranged from 0 (low) to 100 (high) points, as shown in Figure 4 . 
An extended NASA TLX rating scale is used to record the discomfort of the size indices [19] . After each subject complete the eight trials, the TLX rating scales were acquired. An extended NASA TLX rating scale is used to record the discomfort of the size indices [19] . After each subject complete the eight trials, the TLX rating scales were acquired.
Subjective Performance and Discomfort
The rating scale is an extended NASA TLX questionnaire with an extra scale of discomfort, as introduced by Hart and Stavenland. The discomfort index and the six standard indices were defined as the following [17] :
(1) Discomfort (C): How comfortable was the appointed loading during walking? (2) Mental Demand (MD): How mentally demanding was the task? (3) Physical Demand (PD): How physically demanding was the task? (4) Temporal Demand (TD): How hurried was the pace of the task? (5) Performance (OP): How successful were you in accomplishing the task? (6) Effort (EF): How hard did you have to work to accomplish the task? (7) Frustration (FR): How insecure, discouraged, irritated, stressed, and annoyed were you?
After all eight trials, the weighting factors for the standard rating scales were acquired for each subject by pair-wise comparison and computed into an overall set of group weights. At the same time, the subjects would be asked by the experimenter which body part experienced the most discomfort in the trials.
Data Analysis
Linear mixed modeling analyses were applied to explain differences in mean EMG activity over time by the factored type of walking ("with-or without-EXO") and load carriage (four-level factor "loading"). Differences in average EMG activation, subjective performance between the two walking types, and four loading tasks were therefore analyzed using a two-way ANOVA for repeated measures with independent factors for the exoskeleton (with or without) and loading (four-level factor "loading"). To evaluate the effects of the exoskeleton in the EMG gait patterns, unilateral gait pattern differences in two types of walking, four-level loading, and two-level factor intervals (stance and swing) were analyzed. A paired sample t-test was carried out for the loading tasks.
After carefully inspecting data, the Kolmogorov-Smirnov and Shapiro-Wilk test were performed. The NASA-TXL rating scores were not normally distributed. Differences between the two walking conditions (with or without exoskeleton) during the loading tasks were analyzed using Wilcoxon signed rank tests (i.e., using participants as their own controls). Significance was accepted at p < 0.05 and all statistical analyses were performed using SPSS (IBM SPSS Statistics 19.0).
Results
The experimental results should be presented and briefly discussed in the following order: (1) Overall Stance and Swing durations, with-or without-Exo load carriage. (2) Overall gait pattern and characteristics, with-or without-EXO load carriage through a case study. (3) For the two independent variables, load and with-or without-Exo, the mean and maximum muscle activities from EMG data will be presented for the knee extensors (RF, VM, VL), knee flexors (ST, BF), and ankle planter flexors (PL, GL). (4) The two-way ANOVA interaction effects of load × with-or without-EXO are presented. (5) The NASA-TXL discomfort and standard subjective performance.
The Overall Stance and Swing Duration for with-or without-Exo Carriage Condition
As shown in Figure 6 , the investigation of the stance and swing duration shows that the stance duration was prolonged with increased loading in the without-Exo condition. And in the with-Exo condition, the stance and swing durations were almost the same. However, the statistic results illustrated that there were no significant difference (p > 0.05) between with-Exo and without-Exo 
Unilateral Gait Report of with-Exo and without-Exo in a 45 kg Load Carriage Trial
The unilateral gait report is a kind of time normalized gait cycle EMG pattern which can show the typical muscle activity characteristics and coordination of muscle groups during a walking trial. With appropriate test standardization, the averaged EMG pattern of gait cycles in a trial is highly reproducible. The averaged gait cycle data could be used to analyze the overall patterns and characteristics of the muscle activity within one gait cycle. It could be also used to compare the muscle activations under loaded (stance) and unloaded (swing) gait phases between with-Exo and withoutExo trials in the same load carriage condition.
The exoskeleton prototype was designed to augment human beings' performance of heavy load carriage. Therefore, a comprehensive case study was carried out on the heaviest load carriage condition, which was 45 kg load level, in order to access the loading performance of the exoskeleton prototype. The comparison was carried out between the conventional 45 kg carriage walking trials and exoskeleton-assisted 45 kg carriage walking trials.
The results are shown in Figure 7 . Under the 45 kg carriage, the overall patterns and characteristics of the muscle activities were almost the same for the both with-or without-Exo load carriage conditions. In the loaded (stance) stage, the averaged activity of exoskeleton augmenting conditions were a little bit lower than the ones for conventional load walking conditions, except for the planter flexor PL. However, in the unloaded (swing) conditions, the curves' trends were almost contrary to the loaded (stance) phase. This situation complied with the poor adaptability and impedance effect from inertia. However, the load carriage performance was good. Considering the standard deviations, the conventional load carriage gait graphs are smoother than the assistive ones, as shown in Figure 7b ,c. 
The unilateral gait report is a kind of time normalized gait cycle EMG pattern which can show the typical muscle activity characteristics and coordination of muscle groups during a walking trial. With appropriate test standardization, the averaged EMG pattern of gait cycles in a trial is highly reproducible. The averaged gait cycle data could be used to analyze the overall patterns and characteristics of the muscle activity within one gait cycle. It could be also used to compare the muscle activations under loaded (stance) and unloaded (swing) gait phases between with-Exo and without-Exo trials in the same load carriage condition.
The results are shown in Figure 7 . Under the 45 kg carriage, the overall patterns and characteristics of the muscle activities were almost the same for the both with-or without-Exo load carriage conditions. In the loaded (stance) stage, the averaged activity of exoskeleton augmenting conditions were a little bit lower than the ones for conventional load walking conditions, except for the planter flexor PL. However, in the unloaded (swing) conditions, the curves' trends were almost contrary to the loaded (stance) phase. This situation complied with the poor adaptability and impedance effect from inertia. However, the load carriage performance was good. Considering the standard deviations, the conventional load carriage gait graphs are smoother than the assistive ones, as shown in Figure 7b, 
Mean Muscle Activity
As shown in Table 1 , in the conventional carriage, the mean muscle activity of knee extensors RF, VM, and VL increased almost linearly with increasing of loads. The R 2 were 0.917, 0.992, and 0.991, respectively. However, there was no obvious change for knee flexor BF and ST. Additionally, the R 2 were 0.829 and 0.562, respectively. Relating to the load level, the changes of the planter flexor PL is linear. However, in Table 2 , the with-Exo conditions, RF, VM, and VL activities are not increasing with load level, as shown in Table 2 . Some muscle's mean activities even decrease with heavier load level, such as the knee extensor muscles RF and VM. The PL muscle activities are far higher than the other muscles. 
As shown in Table 1 , in the conventional carriage, the mean muscle activity of knee extensors RF, VM, and VL increased almost linearly with increasing of loads. The R 2 were 0.917, 0.992, and 0.991, respectively. However, there was no obvious change for knee flexor BF and ST. Additionally, the R 2 were 0.829 and 0.562, respectively. Relating to the load level, the changes of the planter flexor PL is linear. However, in Table 2 , the with-Exo conditions, RF, VM, and VL activities are not increasing with load level, as shown in Table 2 . Some muscle's mean activities even decrease with heavier load level, such as the knee extensor muscles RF and VM. The PL muscle activities are far higher than the other muscles. Most of the muscles' mean activities increased when using the assistive exoskeletons, especially in the planter flexor PL (p < 0.001), as shown in Figure 8 . As far as knee flexors BF and ST were concerned, although the mean activities are higher than the conventional condition, there were no obvious change to the muscle activities with increasing loads. According to the experiment, it could be concluded that the flex process was seriously affected by the exoskeleton. For the plantar flexor muscles PL and GL, much more activity was needed when using the EXO, especially for PL. It may be caused by the exoskeleton self-weight and adaptability. Most of the muscles' mean activities increased when using the assistive exoskeletons, especially in the planter flexor PL (p < 0.001), as shown in Figure 8 . As far as knee flexors BF and ST were concerned, although the mean activities are higher than the conventional condition, there were no obvious change to the muscle activities with increasing loads. According to the experiment, it could be concluded that the flex process was seriously affected by the exoskeleton. For the plantar flexor muscles PL and GL, much more activity was needed when using the EXO, especially for PL. It may be caused by the exoskeleton self-weight and adaptability. 
Main and Two-Way ANOVA Interaction Effects of with or without*Load Level of EMG Values
A summary of ANOVA for the effects of load (L) with-or without-Exo (W) for nRMS values of nEMG data are given in Table 3 . The two-way ANOVA method was used in the calculations. Significant changes of the load main effects in nRMS are found for almost all the measured muscles (p < 0.05), except for the muscle BF (p > 0.05). nRMS values greatly increased over load levels in the knee extensors RF, VM, and VL (p < 0.001). The main effects of with-or without-EXO are significantly different for almost all the muscles (p < 0.05), except for the muscle VM (p > 0.05). Load *with or without interaction effects were significant in some muscles such as RF, PL, and GL (p < 0.05). 
Main and Two-Way ANOVA Interaction Effects of with or without * Load Level of EMG Values
A summary of ANOVA for the effects of load (L) with-or without-Exo (W) for nRMS values of nEMG data are given in Table 3 . The two-way ANOVA method was used in the calculations. Significant changes of the load main effects in nRMS are found for almost all the measured muscles (p < 0.05), except for the muscle BF (p > 0.05). nRMS values greatly increased over load levels in the knee extensors RF, VM, and VL (p < 0.001). The main effects of with-or without-EXO are significantly different for almost all the muscles (p < 0.05), except for the muscle VM (p > 0.05). Load * with or without interaction effects were significant in some muscles such as RF, PL, and GL (p < 0.05).
The main and interactive effects could also be seen from plots of Figure 9 . Although the overall characteristic is that the mean nRMS from the exoskeleton assisted load walking was higher than those from the conventional load walking, almost all the rates of nRMS that increased during the exoskeleton assisted load walking slowed down with the increasing of load level. Even in some muscles the rates are decreasing with the increase of the load level, such as muscles BF, ST, and GL. Especially for the loaded muscle VM, when the load level is over 30 kg, the exoskeleton augmentation potential appears. The main and interactive effects could also be seen from plots of Figure 9 . Although the overall characteristic is that the mean nRMS from the exoskeleton assisted load walking was higher than those from the conventional load walking, almost all the rates of nRMS that increased during the exoskeleton assisted load walking slowed down with the increasing of load level. Even in some muscles the rates are decreasing with the increase of the load level, such as muscles BF, ST, and GL. Especially for the loaded muscle VM, when the load level is over 30 kg, the exoskeleton augmentation potential appears. 
The Discomfort Index and Six Indices of NASA-TXL Rating Scales
For the subjective performance, the two primary independent factors were still: (1) without-EXO and with-EXO carrying condition and (2) the four loading levels. The dependent experiment variables were: (1) the discomfort rating C and (2) the group weighted ratings of the NASA TLX scales (MD, PD, TD, OP, EF, FR). Because there were just nine investigated samples, the data abnormality was tested by boxplot. The Shapiro-Wilk method was used to test the data normality. A Levene variance homogeneity test was used. The results indicated that there were no abnormal data. The residual errors were normal (p > 0.05).
According to the literature [19] , this experiment is a kind of Continuous SINGLE-axis MANUAL task. Considering the fact that the TLX index was developed for significantly more complex tasks, the combined numeric value of the TLX is too coarse to be sensitive to the relatively small variations in the task elements. Therefore, the effect of "with or without" variation on the individual mean 
According to the literature [19] , this experiment is a kind of Continuous SINGLE-axis MANUAL task. Considering the fact that the TLX index was developed for significantly more complex tasks, the combined numeric value of the TLX is too coarse to be sensitive to the relatively small variations in the task elements. Therefore, the effect of "with or without" variation on the individual mean discomfort rating scales is shown in Figure 10a . Additionally, the individual mean MD, PD, TD, OP, EF, and FR rating scales are shown in Figure 10b . It is noticed that in the conventional load carriage, the workload demands for all effort required and the extended discomfort C for 0 kg level were defined as "1". With increasing load level, the subjective discomfort increased linearly and significantly in the conventional carriage, while in the exoskeleton assisted carriage condition, the discomfort increased much slower. Similar trends for the standard six rating scales could also be observed in Figure 10b . discomfort rating scales is shown in Figure 10a . Additionally, the individual mean MD, PD, TD, OP, EF, and FR rating scales are shown in Figure 10b . It is noticed that in the conventional load carriage, the workload demands for all effort required and the extended discomfort C for 0 kg level were defined as "1". With increasing load level, the subjective discomfort increased linearly and significantly in the conventional carriage, while in the exoskeleton assisted carriage condition, the discomfort increased much slower. Similar trends for the standard six rating scales could also be observed in Figure 10b . 
The Weighting Factor and the Results
The mean group weighting factors of the two carriage conditions were determined for the NASA TLX rating scales after the experiment, as shown in Figure 11 . The results of the paired t-test illustrate that the MD and PD weights are significantly different in the two carriage conditions. The MD weight in the with-EXO condition is significantly higher (p = 0.037) than the one which is in the conventional carriage. It means the assistive exoskeleton increases the mental demand of the subjects. According to the experiment process, the reason may be the subjects have to stabilize the human-robot system not only by providing force and torque, but by providing mental control strategies. As far as PD was concerned, the PD weight in the with-EXO condition is significantly lower (p = 0.005) than the one in the conventional carriage. It means the assistive exoskeleton successfully shared the loadings in the experiment process. There were no significant differences for the weighting factors TD, OP, and EF. For the weighting factor FR, it indicated that subjects were more insecure, discouraged, irritated, stressed, and annoyed with exoskeleton assisted loading walking. This indicates a poor ergonomic user interface for the exoskeleton. 
The mean group weighting factors of the two carriage conditions were determined for the NASA TLX rating scales after the experiment, as shown in Figure 11 . The results of the paired t-test illustrate that the MD and PD weights are significantly different in the two carriage conditions. The MD weight in the with-EXO condition is significantly higher (p = 0.037) than the one which is in the conventional carriage. It means the assistive exoskeleton increases the mental demand of the subjects. According to the experiment process, the reason may be the subjects have to stabilize the human-robot system not only by providing force and torque, but by providing mental control strategies. As far as PD was concerned, the PD weight in the with-EXO condition is significantly lower (p = 0.005) than the one in the conventional carriage. It means the assistive exoskeleton successfully shared the loadings in the experiment process. There were no significant differences for the weighting factors TD, OP, and EF. For the weighting factor FR, it indicated that subjects were more insecure, discouraged, irritated, stressed, and annoyed with exoskeleton assisted loading walking. This indicates a poor ergonomic user interface for the exoskeleton.
According to the comparison of weight factors, the discomfort C, mental demand MD, physical demand PD, and frustration FR were selected into the two-way ANOVA analysis. The results are shown in Table 4 . Although there is no interaction effect in the statistical results of Discomfort, Mental Demand, and Physical Demand with carrying condition and load level, the ordinal interactions existed in the interaction plot, as shown in Figure 12 . In reality, soldiers often carry loads over 55 kg. If the load level was increased, a disordinal interaction may have appeared. The with-or without-EXO main effects on the three workload factors were significantly different (p < 0.0001). The load level main effects on the Physical Demand were significantly different (p < 0.0001), and also on Discomfort and Mental Demand. The "with or without" main effects were pair-wise compared. The unweight marginal mean values were 31.208 ± 5.502, p < 0.0001. The with-Exo discomfort level was higher 21.438 (95%CI is from 20.890-42.328) than the without-Exo.
concerned, the PD weight in the with-EXO condition is significantly lower (p = 0.005) than the one in the conventional carriage. It means the assistive exoskeleton successfully shared the loadings in the experiment process. There were no significant differences for the weighting factors TD, OP, and EF. For the weighting factor FR, it indicated that subjects were more insecure, discouraged, irritated, stressed, and annoyed with exoskeleton assisted loading walking. This indicates a poor ergonomic user interface for the exoskeleton. According to the comparison of weight factors, the discomfort C, mental demand MD, physical demand PD, and frustration FR were selected into the two-way ANOVA analysis. The results are shown in Table 4 . Although there is no interaction effect in the statistical results of Discomfort, Mental Demand, and Physical Demand with carrying condition and load level, the ordinal interactions existed in the interaction plot, as shown in Figure 12 . In reality, soldiers often carry loads over 55 kg. If the load level was increased, a disordinal interaction may have appeared. The with-or without-EXO main effects on the three workload factors were significantly different (p < 0.0001). The load level main effects on the Physical Demand were significantly different (p < 0.0001), and also on Discomfort and Mental Demand. The "with or without" main effects were pair-wise compared. The unweight marginal mean values were 31.208 ± 5.502, p < 0.0001. The with-Exo discomfort level was higher 21.438 (95%CI is from 20.890-42.328) than the without-Exo. 
Discussion
Regular load carriage often happens in specific situations, such as for soldiers, school children, hikers, and assembly line workers. It was one of the most frequent risk factors for MSDs which have been confirmed by EU-OSHA. Although a few exoskeletons have been developed to decrease the loading effects on the human body, there is still lacking evidence that these assistive devices allow human beings to move or walk freely or make carriage-loaded MSDs decrease. In this study, one exoskeleton prototype was examined as a potential ergonomic device for application in regular loading tasks. Some advices should be provided to improve the ergonomic performance and humanrobot interaction performance so as to decrease carriage-loaded MSDs. 
Regular load carriage often happens in specific situations, such as for soldiers, school children, hikers, and assembly line workers. It was one of the most frequent risk factors for MSDs which have been confirmed by EU-OSHA. Although a few exoskeletons have been developed to decrease the loading effects on the human body, there is still lacking evidence that these assistive devices allow human beings to move or walk freely or make carriage-loaded MSDs decrease. In this study, one exoskeleton prototype was examined as a potential ergonomic device for application in regular loading tasks. Some advices should be provided to improve the ergonomic performance and human-robot interaction performance so as to decrease carriage-loaded MSDs.
A few assistive exoskeletons for the lower extremities are already commercially available. Some have been introduced into rehabilitation centers, industry assembly lines, and military training [20] [21] [22] . Some measures and analyses on the metabolic effects, muscle activities, and human gait patterns have been carried out on the related exoskeletons [11, 23, 24] . This study remains one of the first to quantify muscle activities for which the exoskeletons are not specifically designed to decrease the metabolic cost. In particular, this investigation aims to quantify muscle amplitude and activities that result from performing four levels of load carriage walking on a treadmill, with and without an exoskeleton. At the same time, this study examined the subjective performance of the exoskeleton using the extended NASA-TLX questionnaire.
Most research has examined muscle activities of the lower limb, comparing the mean and peak amplitude from free treadmill walking to exoskeleton treadmill walking, and have reported a significant increase in muscle activity with the exoskeleton [24] . Few studies have reported decreased muscle activity when using an exoskeleton [25] . It is important to note that the existing augmenting exoskeletons have reported no decrease in muscle activity and oxygen consumption [11, 20] . However, this is not to say the assistive exoskeletons pose no use to human beings. It is reported that any real metabolic advantage imparted by the EXO may be dependent on the magnitude of the load carried, such that the metabolic energy cost per unit of mass becomes lower than non-EXO assisted load carriage only when heavy loads (greater than 50% of body mass) are carried by the device [11] . The results of this study are consistence with the former mentioned results. As shown in Figure 9 , the interaction of the Load level × with or without-EXO should happen with increasing of load level.
When comparing the load level main effects on muscle activity, it is illustrated that the structure of the effects are different for the with-and without-Exo walking conditions. By looking further into the research results, we can see in the loaded (stance) gait stage, muscle activities decrease with same load level for the with-Exo walking condition. However, in the unloaded (swing) gait stage, the muscle activities increase. This result suggests that the assistive exoskeleton could effectively share the load with human beings. However, exoskeleton weight and adaptability are not yet good enough. The structure design and control strategy should be reconsidered from an ergonomic point of view to improve the agility, ease of push-off, and adaptability of human-robot systems, or the assistive devices could form a new risk factor for MSDs from loaded carriage.
Loading of the lower limb is increased when carrying load. Therefore, a longer ground contact time would increase the amount of time the limb is subjected to increased loading. This may result in increased loading of lower limb structures, such as increased metatarsal compression [24] . Alternatively, a longer ground contact time may be a protective mechanism to lower the rate of loading on the internal structures in order to reduce the potential negative effects of increased load magnitude. It is therefore unclear whether a longer ground contact time is associated with the development of injury, or if it is a mechanism to minimize the risk of injury. Therefore, interventions for increasing muscular strength and endurance of the plantar flexor and knee extensor muscles may be beneficial [2] .
EMG data indicated increased ankle plantar, flexor, and knee extensor muscle activity whilst carrying load, in support of the hypotheses. The use of the exoskeleton most significantly increased max and mean muscle activities in the ankle plantar flexor PL in loaded carriage. A significant increase in muscle activation also happened for the knee extensor and hip flexor RF, and the knee flexor and hip extensor ST. However, these significant differences could not be found for the other four pair-wise comparisons (VL, VM, BF, and GL).
The very high rates of PL (peroneus longus) muscle activity which were observed may have been the result of a greater contribution of the plantar flexor muscles while knee extensor moments were reduced. Plantar flexor muscle activation has previously been associated with both tibia and metatarsal stress fractures [26] . The suggested interventions to reduce fatigability of the plantar flexor muscles during load carriage activity should be considered, since there is no activation in the exoskeleton ankle joint. Furthermore, the observed significant increases in PL muscle activity which appeared in the exoskeleton assisted load carriage is more likely a result of the loose fastening, rigidity, and inertia of the exoskeleton shoes. Therefore, the structure of exoskeleton shoes and the human-robot shoe interface should be redesigned.
In the early stance, the quadriceps muscles act to control knee flexion, while the plantar flexors act at the end of stance to contribute to push-off [27] . In theory, carrying heavier loads is more demanding on the knee joint musculature than that of the ankle. Therefore, the exoskeleton prototype is designed to be activated only in the knee joints. However, the increased GL and PL muscle activity suggests a greater plantar flexor force production is required for push-off when carrying a load of 45 kg, as shown in Figure 4 . The activation of the ankle joints is significant.
It is clear from the results that load level has a strong influence on the subject's discomfort. The exoskeleton itself also seriously affects the subject's discomfort. However, during the trials with assistance of the exoskeleton, the subject's discomfort increased more slowly with increasing load level. When asked directly, the participants preferred to use the exoskeleton at the heavier load levels of 30 kg and 45 kg. Although no more than a 45 kg load level was tested, ordinal interactions existed in the interaction plot, as shown in Figure 10 . That means if the load level was added, the disordinal interaction may appear.
Considering the six standard NASA-TLX indices, the load level also has stronger influence on the subject's performance metrics than the with-or without-Exo has. However, during the with-EXO load carriage, the MD weight is higher and PD weight is lower than during the without-EXO load carriage. This means the exoskeleton increased the mental demand and decreased the physical demand. This situation is consistent with the experiment experience. The subjects reported they had to pay attention to the push-off of the swing for the exoskeleton and the stabilization of the overall system. Furthermore, there existed an interaction force about the lower limb which the subjects had to counteract. This again verified that the adaptability and human-robot interaction performance have to be improved, or the extra risk factors for MSDs may arise for the exoskeleton wearers.
In order to actually help the human being in heavy load carriage and decrease muscle activities, a better ergonomic mechanical structure should be proposed for the tested prototype. Especially for the ankle or foot parts, power should be supplied and the human-exoskeleton connections should be reconsidered. At that point, human beings should be included in the control scheme of the human-exoskeleton system.
Conclusions
Although the activities of the knee extensors VM and VL decreased with the help of the powered exoskeleton under the heaviest carriage level, this study indicated much stronger muscular activities of most tested muscles when carrying loads using the assistive exoskeleton, especially the planter flexor PL. These increased muscular responses may result in new muscular skeletal injuries. The subjective comfort performance was lower than that in the conventional carriage condition. The findings show that the argumentation exoskeleton can help reduce the burden of the load, while stabilization and recruitment are severely mentally and physically demanding. This is consistent with the investigation results of more mental demands and lower physical demands in the NASA-TLX factors. Such investigations may have important implications related to the construction design and human-robot control strategies of an augmentation exoskeleton. Some of the results in this article may possibly be used as empirical data for sensorimotor interactions when walking with different types of exoskeletons. Funding: This work was supported by Chinese National Science Foundation Grant Number 51675450. We are especially grateful to the participant for the volunteers.
